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Company Infermation
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Applicant's Name

Shenzhen Chengyan Energy Development Technology Co. Lid.
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AR 6th Foor, B Building, No.18 Jincheng Road, Jinfenghuang Industrial Zone, Fenggang Town,
Dongguan City, Guangdong, P.R. China
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Shenzhen Chengyan Energy Development Technology Co. Lid.
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6th Foor, B Building, No.18 Jincheng Road, Jinfenghuang Industrial Zone, Fenggang Town,
Dongguan City, Guangdong, P.R. China
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Website
https://szcybattery. 1688.com
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Telephone Number Email address | .
) 13509602707 inyouan@126.com
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Shenzhen LCS Compliance Testing Laboratory Lid.
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101, 801, Xingyuan Industrial Park, Gushu Communily, Xixiang Sireet, Bao'an District,
Shenzhen, Guangdong, China
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Battery Informaticn
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Sample name Polymer Lithium ion Battery Trade Mark A
FEm AR REVEEFE FE#T
Samples [\:'odel ST Description Rechargeable Li-ion Batlery
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Nominal voltage . Capacity
A LR 3 wE 450mAh, 1.665Wh
Weight 84025 Lithium content j
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Appearance Prismatic/Silver Combination 7
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Test Information
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UN Report Date of test report
& LCS191202245ASA : 2020.03.16
UNf & 5 UNR %48 % H 1
Section 38.3 of amendment 1 of the sixth Revised Edition of the Recommendations on the
Standard Transport of Dangerous Goods, Manual of Test and Criteria
PrifE (ST/SG/AC.10/11/Rev.6 /Amendment 1 38.3)
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T.1 Altitude simulation PASS T.5 External short circuit PASS
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T.2 Thermal test PASS T.6 Crush/ Impact PASS
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T.3 Vibration PASS T.7 Overcharge PASS
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T.4 Shock PASS T.8 Forced discharge PASS
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AR '

This UN38.3 test summary is based on the satisfactory testing of the sample under test, which excludes the evaluation

of other samples of the same series of the samples.This summary must be used in conjunction with the test report.
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**End of report*™*




