Druck DPI 705 Digital Pressure Indicator =
Calibration Instructions

The instrument performs a two-point compensation at ZErO and FS (full-scale.)

Preparation

1. +

Connect the instrument

to a pressure source Pressure measurement [ ~\

that has an accuracy _
threetimesbetterthan@ + @ + @ L
the instrument.
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Calibrator.
Enter PIN =91
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Switch on the instrument
and select the units of
pressure measurement
required for calibration.

Procedure

1.

Press all three keys
together to enter the
CAL menu and proceed
as shown:

Full-scale

0 Repeat the setting to confirm

oot O \ the new PIN.
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