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Change#1 

 On page 55, under, Maximum output values at the voltage input change: 

 From: Co = 2.52 F 
To: Co = 2.52 μF  

Under, Maximum output values at the current-measuring inputs change: 
 From:  Co = 1000 F  

To: Co = 1000 μF  


