CERTIFICATE OF COMPLIANCE

Certificate Number
Report Reference
Issue Date

Issued to:

This is to certify that
representative samples of

Standard(s) for Safety:

Additional Information:

20151109-E188913
E188913-20050509
2015-NOVEMBER-09

TRACO ELECTRONIC AG

Sihlbruggstrasse 111
CH-6340 Baar, SWITZERLAND

POWER SUPPLIES, INFORMATION TECHNOLOGY
EQUIPMENT INCLUDING ELECTRICAL BUSINESS
EQUIPMENT - COMPONENT

See Addendum

Have been investigated by UL in accordance with the
Standard(s) indicated on this Certificate.

UL 60950-1, (Information Technology Equipment - Safety -

Part 1: General Requirements)

CSA C22.2 No. 60950-1-03, (Information Technology
Equipment - Safety - Part 1: General Requirements)
See the UL Online Certifications Directory at
www.ul.com/database for additional information

Only those products bearing the UL Certification Mark should be considered as being covered by UL's

Certification and Follow-Up Service.

Recognized components are incomplete in certain constructional features or restricted in performance

capabilities and are intended for use as components of complete equipment submitted for investigation rather
than for direct separate installation in the field. The final acceptance of the component is dependent upon its

installation and use in complete equipment submitted to UL LLC.

Look for the UL Certification Mark on the product.

K

Bruce Mahrenholz, Director North American Certification Program

Any information and documentation involving UL Mark services are provided on behalf of UL LLC (UL) or any authorized licensee of UL. For questions, please :

uLLLC

contact a local UL C Service Rep ive at http:/ul
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CERTIFICATE OF COMPLIANCE

Certificate Number 20151109-E188913
Report Reference E188913-20050509
Issue Date 2015-NOVEMBER-09

This is to certify that representative samples of the product as specified on this certificate were tested
according to the current UL requirements.

Models; TXL 600-05S, TXL 600-12S, TXL 600-15S, TXL 600-24S, TXL 600-30S, TXL 600-48S, TXL
035-0512D, TXL 035-0524D, TXL 035-1212D, TXL 035-1515D, TXL 050-05S, TXL 060-7.5S, TXL 060-
128, TXL 060-15S, TXL 060-24S, TXL 120-05S, TXL 120-07S, TXL 120-12S, TXL 120-15S, TXL 120-
24S, TXL 120-48S, TXL 015-3.3S, TXL 015-05S, TXL 015-12S, TXL 015-15S, TXL 015-24S, TXL 015-
48S, TXL 1000-12S, TXL 1000-24S, TXL 1000-36S, TXL 1000-48S, TXL 025-3.3S, TXL 025-05S, TXL
025-7.5S, TXL 025-12S, TXL 025-15S, TXL 025-24S, TXL 025-30S, TXL 025-48S, TXL 035-3.3S, TXL
035-05S, TXL 035-7.5S, TXL 035-12S, TXL 035-15S, TXL 035-24S, TXL 035-0522T, TXL 035-0521T,
TXL 035-0534T, TXL 050-3.3S, TXL 060-30S, TXL 060-48S, TXL 060-3.3S, TXL 060-05S, TXL 070-
12S, TXL 070-15S, TXL 070-24S, TXL 070-48S, TXL 060-0512DI, TXL 060-0524DI, TXL 060-0521Tl,
TXL 060-0522TI, TXL 060-0533TI, TXL 060-0534TI, TXL 060-1205DI, TXL 060-2405DI, TXL 060-
0512Q, TXL 100-3.3S, TXL 100-05S, TXL 100-12S, TXL 100-15S, TXL 100-24S, TXL 100-30S, TXL
100-48S, TXL 100-0512DI, TXL 100-0524DI, TXL 100-1205DI, TXL 100-2405DI, TXL 100-0512Q, TXL
100-0515Q, TXL 100-0524Q, TXL 100-0521TI, TXL 100-0522TI, TXL 100-0533Tl, TXL 100-0534T],
TXL 150-3.3S, TXL 150-05S, TXL 150-7.5S, TXL 150-12S, TXL 150-15S, TXL 150-24S, TXL 150-27S,
TXL 150-48S, TXL 230-3.3S, TXL 230-05S, TXL 230-7.5S, TXL 230-12S, TXL 230-15S, TXL 230-24S,
TXL 230-27S, TXL 230-48S, TXL 750-05S, TXL 750-12S, TXL 750-15S, TXL 750-24S, TXL 750-30S,
TXL 750-36S, TXL 750-48S, TXL 350-3.3S, TXL 350-05S, TXL 350-7.5S, TXL 350-12S, TXL 350-15S,
TXL 350-24S, TXL 350-30S, TXL 350-36S, TXL 350-48S, TXL 035-30S, TXL 035-48S

Bruce Mahrenholz, Director North American Certification Program

uLLLC

Any information and documentation involving UL Mark services are provided on behalf of UL LLC (UL) or any authorized licensee of UL. For questions, please
contact a local UL C Service Rep ive at http://ul stul/l ions/
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