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Ti32, TiR32 Users Manual Supplement

Change #1

On page 15, before the Caution, add the following note:
Note

IR-Fusion® is disabled when you set the Imager to the wide angle
lens selection.

Change #2, 51238

On page 32, under Image Presentation, change the

following:
Minimum Span in Manual mode
TiB2 e 25°C/45°F
TIR32 oo 2.0°C/3.6 °F
Minimum span (in auto mode)
TiB2.i i 5°C/9.0°F
TIR32 .o 3.0°C/5.4°F
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